A technique for quantitative measurement of clonic convulsions in rats.
A capacitance sensor which detects vibrations caused by the movements of animals can be used for measuring automatically the clonic convulsions induced by chemical convulsants. This knowledge has been utilized to devise an instrument which has satisfactorily measured the clonic convulsions induced by picrotoxin in rats.